WELKER

IntelliScent Installation Best Practices & Worksheet

Installation Guidelines/Best Practices

1. Use a sample probe to acquire sample from the middle of pipe. Make sure that
the sample extraction point is installed in the main flow and not a stub
or inactive line.

2. Use an external regulator to reduce the sample line pressure to between 15 and
50 psig.

3. Keep the sample line less than 25' of %" OD stainless steel tubing.

4. Protect the unit from direct sunlight as much as possible.

5. Make sure the unit has a clean & reliable source of +24VDC +/- 10% power.

Installation Worksheet

What is the target odorant? | |

What is the expected concentration? O Ib/MMSCF O mg/m3

Do you have a seasonal blend? (O Yes Blend?

O No

Describe condition of target gas?

Will the gas to be measured have methanolinit? O Yes O No

What is the power source? | |

Is H,S present in the Gas Stream? O Yes Does this need to be ignored or included in measurement? O Ignored
O No O Included
Lowest Ambient Temperature? O°c O°F Highest Ambient Temperature? O°Cc O°F

Is your site in a coastal environment? O Yes O No

What is the distance to the nearest odorizer?

What is the distance to the nearest dwelling?
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